Electromembrane extraction (EME) is an analytical microextraction technique, where charged analytes (such as drug substances) are extracted from an aqueous sample (such as a biological fluid), through a supported liquid membrane (SLM) comprising a water immiscible organic solvent, and into an aqueous acceptor solution. The driving force for the extraction is an electrical potential (dc) applied across the SLM. In this paper, EME is reviewed. First, the principle for EME is explained with focus on extraction of cationic and anionic analytes, and typical performance data are presented. Second, papers published in 2016 are reviewed and discussed with focus on (a) new SLMs, (b) new support materials for the SLM, (c) new sample additives improving extraction, (d) new technical configurations, (e) improved theoretical understanding, and (f) pharmaceutical new applications. Finally, important future research objectives and directions are defined for further development of EME, with the aim of establishing EME in the toolbox of future analytical laboratories.
polar analytes [11], or for highly selective extraction of certain analytes based on molecular recognition and complexation [12]. Third, extraction selectivity is controlled by the pH conditions in the sample and acceptor solution [13].

Additional advantages of EME include efficient sample clean-up [14,15]. Due to the non-polar nature of the SLM, many matrix components present in aqueous samples such as biological fluids are unable to pass the SLM, and they remain in the sample. In addition, anionic species will remain in the sample during extraction of cationic analytes, and vice versa, due to the direction of the electrical field. Acceptor solutions in EME are (in most cases) aqueous; therefore, they can be injected directly into liquid chromatography (HPLC), liquid chromatography–mass spectrometry (LC–MS), and capillary electrophoresis (CE) [16]. Thus, there is no need for evaporation of extracts and reconstitution, as is often the case with traditional sample preparation methods. Normally, the volume of sample in EME exceeds the volume of acceptor solution; therefore analytes can be pre-concentrated during the process. In one example, EME from 3.5 mL samples and into 20 μL acceptor solution resulted in 74 times the target analyte pre-concentration [17]. Finally, the volume of organic solvent used for the SLM is in the range of 3–15 μL, and this represents the total volume of organic solvent required per sample. Thus, EME represents a green chemistry approach to analytical sample preparation.

Since the introduction in 2006, nearly 250 research papers have been published on EME, and in the last couple of years nearly 50 research papers have been published per year (Fig. 2). The publication frequency is positive and EME is an active research area. EME has been reviewed several times in recent years [18–31]. The literature comprises research articles on applications of EME, technical developments, and fundamental issues. Applications reported include a broad range of chemical targets, but the use of EME for extraction of drug substances from biological fluids (blood, urine, and saliva) and inorganic ions from environmental waters dominates most recently. The purpose of the current paper is to review the most recent literature to give a flavour of the most recent development and to address one very important question: what are the future directions and perspectives of EME? Thus, in the subsequent section, selected original research papers published in 2016 are discussed and put into context.

2. Recent trends

The EME research published in 2016 falls within the following categories: (a) new SLMs, (b) new support materials for the SLM, (c) new sample additives improving mass transfer, (d) pharmaceutical new technical configurations, (e) improved theoretical understanding, and (f) new applications. This pattern is characteristic also for EME papers published before 2016.

2.1. New SLMs

Since the introduction in 2006, most EME has been conducted with 2-nitrophenyl octyl ether (NPOE) as the SLM. For non-polar basic analytes (log P > 2), NPOE is an ideal solvent. Thus, NPOE fulfills the following criteria: (1) provides high recovery for target analyte, (2) provides a high level of sample clean-up, (3) provides low extraction current, (4) does not leak into the sample or acceptor solution, and (5) does not contain solvent impurities which can contaminate the acceptor solution. Criteria (1) and (2) are general requirements for

---

**Table 1**

Typical experimental conditions and performance data for methadone (non-polar basic drug) [6], diclofenac (non-polar acidic drug) [7], and buserelin (polar peptide) [8].

<table>
<thead>
<tr>
<th>Experimental conditions and performance data</th>
<th>Drugs</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Experimental conditions</strong></td>
<td>Methadone (non-polar basic drug)</td>
</tr>
<tr>
<td>Sample</td>
<td>600 μL plasma (pH 7.4)</td>
</tr>
<tr>
<td>SLM</td>
<td>10 μL 2-nitrophenyl octyl ether (NPOE)</td>
</tr>
<tr>
<td>Acceptor solution</td>
<td>600 μL 20 mM formic acid</td>
</tr>
<tr>
<td>Voltage</td>
<td>300 V</td>
</tr>
<tr>
<td>Polarity</td>
<td>Cathod (-) in acceptor</td>
</tr>
<tr>
<td>Extraction time</td>
<td>30 min</td>
</tr>
<tr>
<td>Performance data</td>
<td>Recovery</td>
</tr>
<tr>
<td>Relative standard deviation</td>
<td>9% (n=6, 100 ng/mL)</td>
</tr>
</tbody>
</table>
successful sample preparation. On the other hand, criterion (3) is EME specific, because an electrical field is coupled across the SLM, and the current is flowing in the system (extraction current). The extraction current is due to transfer of (a) analyte ions and (b) background ions across the SLM, and causes electrolysis at the electrodes in the sample and acceptor solution. With high extraction current, bubble formation may occur along the electrodes, and pH conditions may change in case of insufficient buffer capacity. Thus, the extraction current should be kept as low as possible (< 50 μA) and preferably it should be less than 10 μA. Criterion (4) is related to the stability and integrity of the SLM. The SLM solvent should be hydrophobic to avoid leakage into the aqueous sample and acceptor solution. Criterion (5) is challenging, and based on testing of many different organic solvents, we have experienced that solvents often fail due to leakage of solvent impurities into the acceptor solution. Thus, even after EME from pure laboratory water, several background peaks may be observed in the final chromatogram using solvents non-compliant with criterion (5).

For non-polar basic analytes, a limited number of alternative solvents have been used, including 2-nitrophenyl pentyl ether [13], 1-ethyl-2-nitrobenzene [32], 1-isopropyl-4-nitrobenzene [33], 2-octanol [34], and 2-nonanone [31]. These are all general SLMs for non-polar basic analytes, providing a similar type of selectivity. Generally, the successful EME solvents for non-polar basic analytes have very high hydrogen bond acceptor basicity, zero hydrogen bond donor acidity, and 3 < log P < 5.5 [35]. These properties are important because the protonated basic analytes are transferred and dissolved into the SLM mainly by hydrogen bond interactions. To some extent, mass transfer for non-polar basic analytes can, therefore, be predicted. For polar basic analytes (log P < 2), the use of pure solvents has been unsuccessful until recently, and hydrophobic ion-pair reagents such as di(2-ethylhexyl) phosphate (DEHP) have been added to the SLM (typically NPOE) to facilitate mass transfer [11]. This, however, also increases the extraction current, and EME systems based on NPOE mixed with DEHP are less stable. For acidic analytes, aliphatic alcohols have been the most successful SLMs [31], but these are less stable than NPOE in contact with biological fluids.

For further development of EME there is a need for discovery of new SLMs, especially for polar basic analytes and acidic analytes. In addition, development of more selective or specific SLMs will be of great interest for future applications. High specificity in the extraction step may reduce the costs and complexity of the final detection system. New SLMs have been addressed recently in several research papers, both using pure solvents [30,34,35] and solid additives in the SLM [12,36–38]. With respect to pure solvents, a range of alkylated phosphates and phosphites have been studied recently, and tributyl phosphate and bis(2-ethylhexyl) phosphate (DEHPi) were identified as new solvents providing efficient extraction of polar basic analytes [35,39]. This represented an important step forward, and for the first time polar basic analytes were extracted without an ion-pair reagent in the SLM. The new SLMs are non-ionic (containing no ion-pair reagent) and therefore, provided low extraction current. Recently, a review has been published solely focusing on the accumulated experiences with different organic solvents in EME [31].

In addition to pure solvents, different SLM additives have been proposed recently to enhance mass transfer [12,36,38,40,41]. In one very interesting paper, the non-ionic macrocyclic compound bambus [6] uril was added to nitrobenzene and used as SLM for extraction of inorganic anions [12]. Bambus [6] uril provided strong host-guest interactions with selected inorganic anions. Thus, with this new SLM, iodide, bromide, and perchlorate were extracted with high efficiency, whereas major anions such as chloride, nitrate, sulphate, and carbonate were totally discriminated. The specificity of this EME system was remarkable, and addition of such species-specific macrocyclic modifiers should definitely be intensified in the near future. Another approach to enhancing selectivity has been reported very recently for naproxen, using molecularly imprinted polymer-coated multi-walled carbon nanotubes (MIP-MWCNTs) [37]. In this case, the MIP-MWCNTs were suspended in octanol, and this suspension was used as SLM. While the MIP-MWCNTs enhanced the mass transfer of naproxen across the SLM based on molecular recognition, sodium diclofenac which represented a similar chemical structure was extracted less. Thus, the MIP-MWCNTs enhanced the selectivity of the extraction system for the target analyte. Implementation of MIP-based selectivity represents another approach to specificity tuning in EME, and should be investigated further.

In several reports published in 2016, graphene based nanosorbents were added to the SLM [36,41,42]. In one paper, extraction of pramipexole from urine samples was improved with graphene oxide dispersed in the SLM solvent. This was explained by the strong sorptive characteristics of the graphene material, and served as an additional pathway for analyte mass transfer. In another paper, graphene oxide was used in two-phase EME for extraction of methamphetamine from biological samples followed by gas chromatography [41]. Also in this case, graphene oxide was found to enhance the analyte mass transfer. Such positive effect of graphene oxide nano-sorbents was further supported by EME of chloramphenicol from dairy products [42]. In a fourth paper, nitrogen doped graphene was tested as SLM additive [40]. This material was dispersed into octanol, and served as cationic carrier for enhanced extraction of negatively charged naproxen and diclofenac from urine. However, addition of such nano-sorbents may also have a negative impact on the extraction performance. This was reported for EME of tartrazine from food samples using different carbon nanotubes and molecularly imprinted polymers dispersed in the SLM [38]. In this report, mass transfer was reduced by the addition of nano-sorbents to the SLM, due to increased trapping of target analyte in the SLM. Thus, although addition of nano-sorbents is highly interesting, it appears to be a challenging approach and should be investigated in more detail.

2.2. New supporting materials for the SLM

Up to date, most EME experiments have been acquired with the SLM immobilized in porous polypropylene polymers. The polypropylene polymers have been in the format of hollow fibers or as flat sheet membranes, and mainly commercially available materials have been used. Thus, there have been only a few investigations into alternative materials. Recently, however, a new support was proposed based on 100 μm thickness sheets of acrylic nanofiber membrane manufactured by electrospinning [43]. An SLM comprising Aliquat 336 dissolved in octanol was immobilized in this support, and used to extract the highly polar acidic drugs such as nicotinic acid, amoxicillin, hippuric acid, and salicylic acid. Recoveries were in the range 60%–85% after 10 min of EME. This confirmed that other supporting materials than polypropylene may show a great potential in EME. New supporting materials for the SLM represent another important area for research in the future.

2.3. New sample additives improving mass transfer

While substantial efforts have been reported on optimizing the chemical conditions in the SLM, much less research has been reported on dissolution of additives in the sample, with the purpose of improving mass transfer. However, in several recent papers, surfactants have been added to the sample to improve extraction recoveries [36,42,44,45]. In one paper, Triton X-114 was added to the sample for extraction of pramipexole from urine samples [36]. Triton X-114 is a non-ionic surfactant, and extraction of pramipexole increased with increased concentration of surfactant in the sample up to about 0.2 mM. The latter corresponds to the critical micelle concentration (CMC) value for Triton X-114, where micelles start to be formed. The addition of surfactant to the sample almost doubled the extraction recovery. Similar data were obtained for extraction of dicamba and 2,4-DB (anionic analytes) from water samples containing the non-ionic...
carrier Triton X-100 at concentration slightly below CMC [45]. The positive effect of adding surfactant to the sample was confirmed in the third paper, where alfentanil, sufentanil, and methadone were extracted by two-phase EME system followed by gas chromatography [44]. In this case, sodium dodecyl sulphate (SDS) was used as surfactant, and the optimal level in the sample was 0.02% (m/v). This is slightly below CMC, and SDS was hypothesized to accumulate in the SLM/sample interface, and enhanced the mass transfer of cationic analytes through ionic interactions. Also the use of cationic surfactants has been reported. Thus, cetyltrimethylammonium bromide (CTAB) was added to the sample for extraction of chloramphenicol, and mass transfer of negatively charged analyte molecules was improved through ionic interactions with the cationic surfactant which was located in the SLM/sample interface [42].

2.4. New technical configurations

The majority of EME papers published up to date have utilized the hollow fibre configuration as illustrated in Fig. 1B. Recently, however, several research papers have discussed and introduced different technical variants of EME. In two papers, μ-EME has been developed with two individual free liquid membranes (FLMs) as illustrated in Fig. 3 [46,47]. In this concept, EME was performed inside a small and transparent polymeric tubing. The different phases were contacting liquid plugs (1–5 μL), including the liquid membranes which were not immobilized in a porous support. In one paper, such five-phase μ-EME was developed for extraction and separation of cationic and anionic analytes into two separate acceptor solutions [47]. In this study, both drug substances and inorganic ions were tested as model analytes. In another paper, the five-phase μ-EME system was used for extraction and group separation of different basic drugs based on their pK_a-values [46]. Although μ-EME was performed manually and in very simple and experimental set-up, the free liquid membrane (FLM) concept is highly interesting because it may be transferred to μ-chip systems in the future.

EME in μ-chip systems was known from earlier time, using SLMs immobilized in a porous polymeric support [48]. Such systems have also been reported in 2016 [49,50]. In one paper, the sample was pumped through two individual EME chambers located in the same μ-chip [49]. In the first EME chamber, octanol was used as SLM, and acidic model analytes (mefenamic acid and diclofenac) were extracted into alkaline acceptor solution. The sample continued into the second EME chamber, where a basic model analyte (betaxolol) was extracted across NPOE as SLM and into acidic acceptor solution. Each EME chamber was controlled by a separate power supply, and the two extractions were optimized independently. A similar μ-chip was described for extraction of betaxolol, naltrexone, and nalmefene as model analytes [50]. The μ-chip was constructed from polymethyl methacrylate (PMMA), and the cross-sectional area of the flow channels was 200 μm x 1000 μm. As mentioned above, there has been considerable interest in EME in μ-chip systems even before 2016 [48], and EME may develop to a very attractive sample preparation concept in this area. Thus, with implementation of EME, μ-chip systems may directly handle raw biological fluids such as whole blood in the future. We expect increased scientific activity in this area.

The μ-chip systems discussed above are dynamic systems, where the sample is pumped into the EME chamber. Another interesting approach to dynamic EME is illustrated in Fig. 4, where neuropeptides were used as model analytes [51]. This setup enabled continuous renewal of the acceptor solution, and it used a 50 μm thick porous support for the SLM. Renewal of the acceptor solution effectively eliminated any issues with drifting pH during extraction, which is especially critical in the acceptor solution. Because of the stable pH, partial back-extraction into the SLM was prevented. Consequently high enrichment and enhanced extraction recovery was obtained. The use of a very thin SLM also contributed to the high efficiency of the system.

In addition to the EME systems discussed above, several other technical variants of EME have been proposed in 2016. In one paper, extraction and group separation of basic and acidic analytes was performed [52]. The sample was split into two separate vials, one for extraction of basic analytes and the second for extraction of acidic analytes. The samples were stagnant, and naproxen, ibuprofen, and ketamine were selected as model analytes. In another paper, an EME-probe was developed for continuous extraction, and this was coupled directly to electrospray ionization mass spectrometry (ESI-MS) [53]. With this system, in-vitro drug metabolism was studied in real time; parent drug and metabolites were continuously extracted from the metabolic reaction mixture, and pumped into the MS-system for continuous measurement. The latter concept illustrates a type of application which is challenging to perform with traditional extraction methods.

While most EME has been conducted with a simple two-electrode system using platinum wires, a recent paper investigated a more sophisticated approach based on a rotating electrical field [54]. A central electrode was inserted in the acceptor solution inside the lumen of a hollow fibre, while five counter electrodes were located in the sample surrounding the SLM. An electrical circuit was designed to distribute the potential among the five counter electrodes in a rotating pattern. With this arrangement, recoveries increased by 50% as compared to traditional EME. Although the electrode system was more complicated, this paper illustrates that coupling of the electrical field is an important issue in EME, and probably the traditional use of two simple platinum wires is not always optimal.

The majority of EME papers published up to date have utilized static EME. For such systems, agitation is mandatory in order to maintain high extraction efficiency. Thus, static EME systems are either agitated or stirred. However, with the acceptor solution located inside the lumen of a hollow fibre of capillary dimensions, there is no or very little convection. Recently, this was improved using a rotating electrode in the acceptor solution [55]. This caused convection in the acceptor solution, and extraction efficiency increased as compared to traditional EME. This paper clearly demonstrated that traditional EME using hollow fibers may be limited in efficiency due to stagnant conditions in the acceptor solution. In another recent study, shaking and magnetic stirring were compared for EME operated in the hollow fibre configuration [56]. This study confirmed the importance of agitation in EME, and the results showed that shaking was more efficient than magnetic stirring. Also, the importance of stirring was found to increase with increased sample volume.

Automation of sample preparation is important for routine laboratories. Very recently, an automated EME system was developed in an HTC PAL autosampler and tuned for soft extraction of drug substances.
from in-vitro metabolic reaction mixtures [57]. The extraction probe was built into a Luer Lock adapter which was connected to an HTC PAL autosampler syringe. As the autosampler sucked sample, analytes were extracted into the lumen of the extraction probe and automatically transferred on-line to LC–MS analysis.

2.5. Theoretical understanding

Theoretical understanding is important in order to give EME a scientific anchor. Several papers on fundamental issues have been published before 2016, but additional papers have added important knowledge to this during 2016. In one paper, the fundamentals of EME were investigated using impedance measurements [58]. The results showed that the extraction of charged species can be impedometrically monitored, based on increase of the solution resistance and simultaneous decrease of the membrane resistance. The results also showed that electrical double layers were established at the SLM interfaces, and the double layer capacitance varied as function of extraction time.

In another study, pH effects in EME were investigated [59]. While basic drugs typically have been extracted with 10 mM hydrochloric acid as acceptor solution, improved EME performance was obtained in this work using 500 mM formic acid as alternative. With strong solution of formic acid, electrolytically induced variations in pH were suppressed, and therefore, back-extraction of analytes into the donor solution was avoided. Electrolytically produced H$_3$O$^+$ and OH$^-$ ions mostly remained in their corresponding solutions, and were not subject to transfer across the SLM. Therefore, high buffer capacity in the acceptor solution was mandatory to keep pH conditions stable. This is important knowledge, and preferable buffers should be used as acceptor solutions from this point forward.

As discussed above, the extraction current is important in EME, and should be kept as low as possible in order to avoid excessive electrolysis. A recent paper investigated extraction current in details [60]. In this paper, minimum recovery and repeatability occurred at the highest investigated magnitude of electrical current. Plots of extraction current versus extraction time showed completely different patterns under different extraction conditions, and several major operational parameters were found to influence the extraction current. Also, extraction current increased when extracting from complex matrices such as plasma and urine. Therefore, future optimization of operational parameters in EME should include work with real samples and measurements of extraction current.

2.6. New pharmaceutical applications

Up to date, the majority of EME applications have been pharmaceutical applications where different drug substances have been extracted from plasma, serum, whole blood, urine, and saliva. Also in 2016, new pharmaceutical EME applications were reported. In one very interesting paper, EME was combined with microcell UV–Vis spectrophotometric detection for fast and sensitive determination of bismuth in bismuth subcitrate tablets and human plasma samples [61]. The working range of the assay was 2.1–800 ng/mL and detection limit for bismuth was approximately 1 ng/mL. Enrichment factors in the range 151–187 were obtained, and intra- and inter-day relative standard deviations were below 6.0%. The method was successfully applied for analysis of real samples.

Another forefront application was published on EME coupled with corona discharge ion mobility spectrometry (CD-IMS) for determination of antidepressant drugs (desipramine, sertraline, clomipramine, and citalopram) in urine samples [62]. EME was accomplished with NPOE as the SLM, with 190 V extraction potential, and with pH 4 in donor and pH 1 in acceptor solutions. Extractions were performed for 30 min with the whole assembly agitated at 1000 rpm. Under the optimized conditions, the proposed method provided linearity and repeatability data in compliance with FDA guidelines [63], detection limits in the range 0.9–1.5 ng/mL, pre-concentration factors in the range 158–190 times, and recoveries in the range 79%–95%.

In another study, EME was combined with HPLC–UV for quantification of four gonadotropin-releasing hormone agonist anticancer peptides (alarelin, leuprolide, buserelin and triptorelin) in biological samples [8]. The SLM comprised 95% of 1-octanol and 5% di-(2-ethylhexyl)-phosphate, the potential was 20 V, sample pH was 7.0, and acceptor solution was pH 1.0. After 15 min of extraction, extraction recoveries were 49%–71%, and the target analytes were pre-concentrated 82–118 times. Validation in the concentration range 2.0–1000 ng/mL was in accordance with FDA guidelines [63], and the method was successfully applied to human plasma samples.

In most publications up to date, EME has been combined with HPLC or LC-MS detection. However, EME is not limited to chromatography, and this was illustrated in a recent paper where EME was combined with differential pulse voltammetry (DPV) for determination of clozapine in human plasma samples [64]. Clozapine was extracted at 200 V from acidified sample and into a acidified acceptor solution. The latter was located in the lumen of a porous hollow fibre, and NPOE was used as the SLM. Three microelectrodes, an Ag/AgCl, a platinum wire,
and a graphite pencil lead as the reference, counter, and working electrodes, respectively, were connected to the upper end of the hollow fibre. Under optimized conditions, the proposed method was linear in the range 3–1500 ng/mL ($r^2 = 0.993$). Extraction recovery was 42% and the pre-concentration factor was 114. The intra- and inter-day precisions were less than 3.5% RSD and 6.7% RSD, respectively. The proposed method was successfully applied for determination of clozapine in human plasma samples.

3. Where to go

As outlined in this paper, most EME research is currently focused on investigations into (a) new SLMs, (b) new technical configurations, (c) new applications, and (d) to some extent also fundamental aspects and understanding. This trend is expected to continue in the near future, and all new data are highly valuable for the progress of EME. However, EME will hopefully move gradually from being a pure research discipline and into a concept which will be used also for routine and commercial applications. For this to come, it is our view that the following issues have to be addressed:

- More research into SLMs
- More research into EME of larger biomolecules
- More research into other challenging applications, where existing approaches are inappropriate
- Development of commercially available and industrial standard EME equipment

More research into SLMs is required. As discussed above, general and stable SLMs are available for non-polar basic substances. A few new SLM candidates show potential for polar basic substances, but still SLMs for highly polar basic substances are missing. In addition, there are stability issues with the SLMs typically used for acidic substances, especially in contact with complex biological fluids. In order to combine EME with very simple detection systems, such as smartphones [65], there is also a need to develop SLMs with high specificity for priority substances. Such SLMs may incorporate elements of molecular recognition as discussed in Section 2.1.

Although several EME applications have been developed for peptides, more research into larger biomolecules is required. Analysis of large biomolecules is less mature as scientific discipline than analysis of small-molecule substances, and therefore, the former application area is more open to new technologies. Because most large biomolecules are charged, they are prone to electrokinetic migration and should be ideal candidates for EME. On the other hand, they are discriminated by the SLMs currently in use, and specialized SLMs for large biomolecules have to be developed. Other applications involving charged substances, where existing technologies are inappropriate, should also be targeted by EME. This may include continuous extractions and measurements in systems with rapid concentration fluctuations, or extractions from very small sample volumes/compartment.

Finally, commercially available equipment of industrial standard should be developed. Future EME conducted with commercially available equipment will definitely improve the quality, relevance, and impact of the research, and also open the door to routine and commercial laboratories. EME in 96-well system and in μ-chips may play an important role here.

4. Conclusions

Electromembrane extraction (EME) has been an active field of research for more than ten years, and the activity is increasing. The reason for this is linked to several unique conceptual properties. Most importantly, the selectivity can be controlled by an external power supply in combination with the chemical properties of the supported liquid membrane (SLM). There are no other extraction principles offering this type of flexibility. In addition, in EME the target analytes are finally collected in an aqueous solution, and EME represents a green chemistry approach to analytical extractions. Many EME papers up to date are very conceptual with preliminary data, but part of the research is now moving in direction of applications with performance, quality, and work-flow as required by routine and commercial laboratories. For EME to be established in the toolbox of these laboratories, development of commercial equipment is mandatory. This is currently in progress, and hopefully a product will be released in short time. With this equipment, the portfolio of SLMs should be extended, and applications should be developed where existing methods are inappropriate. In the current literature, there are several such examples, but this application platform has to be extended. Due to the unique selectivity of EME, the authors of this review are optimistic about the future for EME. Hopefully, more scientists will be inspired and contribute to the establishment of EME.

Conflicts of interest

The authors declare that there are no conflicts of interest.

Acknowledgments

The Research Council of Norway is acknowledged for financial support through Grant 231917.

References


T.W. Lindenburg, R. Ramautar, Thomas Hankemeier, The potential of electro-phoretic sample pretreatment techniques and new instrumentation for bioanalysis, with a focus on peptidomics and metabolomics, Bioanalysis 5 (2013) 2785–2801.


P.W. Lindenburg, R. Ramautar, Thomas Hankemeier, The potential of electro-phoretic sample pretreatment techniques and new instrumentation for bioanalysis, with a focus on peptidomics and metabolomics, Bioanalysis 5 (2013) 2785–2801.


A. Fashi, M. Reza Yaftian, A. Zamani, Electromembrane-microextraction of basic drugs: speed up extraction time and enhancement of extraction efficiency, RSC Adv. 6 (2016) 101869–101879.


S. Nojavan, S. Asadi, Electromembrane extraction using two separate cells: a new design for simultaneous extraction of acidic and basic compounds, Electrophoresis 37 (2016) 587–594.


