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Abstract—This paper presents a novel CMOS-based system-on-
chip with a 78 × 56 ion-sensitive field-effect transistor array using
in-pixel quantization and compensation of sensor nonidealities.
The pixel integrates sensing circuitry and memory cells to encode
the ion concentration in time and store a calibration value per
pixel. Temperature sensing pixels spread throughout the array al-
low temperature monitoring during the reaction. We describe the
integration of the array as part of a lab-on-chip cartridge that plugs
into a motherboard for power management, biasing, data acqui-
sition, and temperature regulation. This forms a robust ion detec-
tion platform, which is demonstrated as a pH sensing system. We
show that our calibration is able to perform readout with a linear
spread of 0.3% and that the system exhibits a high pH sensitivity of
3.2 µs/pH. The complete system is shown to perform on-chip real-
time DNA amplification and detection of lambda phage DNA by
loop-mediated isothermal amplification.

Index Terms—CMOS sensor, DNA detection, in-pixel quantisa-
tion, ISFET, memory array, offset cancellation, pH sensor, real-
time, sensor array.

I. INTRODUCTION

THE concept of CMOS-based Lab-on-Chip (LoC) plat-
forms has appeared over a decade ago to designate the

upward trend of implementing sensors on silicon. CMOS tech-
nology indeed enables the design of large sensor arrays as part
of full System-on-Chips with integrated instrumentation for im-
proved SNR, high speed sensing data acquisition with local
digitisation and communication using standard readout proto-
cols such as SPI. This technology has attracted attention in the
rapidly growing field of Point-of-Care (PoC) diagnostics, partic-
ularly rapid tests for SNP identification [1], infectious diseases
[2], cancer [3] and blood ion monitoring [4].

We consider the Ion-Sensitive Field-Effect Transistor
(ISFET) for its integration on silicon as part of a large array
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Fig. 1. The CMOS platform is used for on-chip real-time amplification and
detection of DNA.

capable of ion imaging. These sensors are placed on the same
substrate as the instrumentation, allowing for local sensing and
processing of the chemical signal. Since the device was first
reported by Bergveld 45 years ago [5], there has been a wide
range of proposed architectures for ISFET arrays [6]. We now
propose to push sensor integration with instrumentation further
as an opportunity to boost the SNR by quantising the signal in
close proximity to the sensor i.e. inside the pixel in the case of
an array. As a result, each pixel outputs a digital signal which
is less affected by parasitics than previously reported arrays
based on analogue readout [7]–[9]. This increase in digital in-
strumentation inside the pixel in turn enables several additional
opportunities [10]. (1) The IC is now fully scalable to deeper
process nodes, as state-of-the-art technology will decrease pixel
size or allow for more in-pixel functionalities. (2) Additional
gates increase the sensing area of the pixel which improves cou-
pling to the solution and hence boosts SNR. (3) Digital schemes
can be implemented to compensate for sensor non-idealities.

The chip is then embedded as part of a Lab-on-Chip platform
for ion sensing. Implementation in standard CMOS technology
provides the ISFET with an inherent sensitivity to pH, which
has driven the push towards the DNA detection as its most pop-
ular application. In particular, it makes the technology a suitable
candidate for diagnostic of infectious diseases. Real-time DNA
detection involves measuring the amount of DNA copies in so-
lution while running an amplification technique. In this work,
we focus on loop mediated isothermal amplification (LAMP)
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for their operation at constant temperature, which relaxes re-
quirements on the technology.

There are several challenges to overcome for the design of our
LoC platform, ranging from device adaptation to application-
driven requirements. Array challenges are dominated by sen-
sor non-idealities, including mismatch between pixels due to
trapped charge and temporal output drift [6]. There are two
main types of schemes among previous systems, system com-
pensation and device adaptation, which refer respectively to
whether the feedback is applied on the ISFET to set its region
of operation or externally on the signal originating from the
sensor. We have previously argued the benefit of implement-
ing a part of these schemes inside each pixel [10], and several
analogue front-end topologies are compatible with this archi-
tecture. These include the PG-ISFET, whereby the floating gate
is coupled to a bias voltage through an external capacitor which
compensates for trapped charge [11], [12], although this leads
to an attenuation of the input signal. An alternative is the reset to
the gate approach [13], [14], which involves resetting the ISFET
gate using a leaky switch, at the expense of increased electrical
drift. However, both these techniques modify to some degree
the floating gate voltage, which raises the challenge of finding a
calibration scheme which does not degrade SNR. Since we are
focusing on the design of a full Lab-on-Chip platforms, there are
additional challenges in terms of fast data transmission, but also
temperature regulation to guarantee proper DNA amplification.

In this work, following the idea of in-pixel quantisation and
device adaptation, we present a novel integrated ISFET ana-
logue sensing and digital memory array designed as a full SoC
and embedded in a Lab-on-Chip platform. The in-pixel RAM
is used to store a calibrated value to bias each sensor in the
proper region of operation. We use temperature sensors spread
throughout the array to monitor the temperature and perform
regulation with a PID controller and an external heater. We then
show an application of the system for the real-time amplifica-
tion and detection of DNA on-chip, as illustrated in Fig. 1. In
Section II, we provide a brief description of the ISFET physics
and in Section III, we describe the ISFET pixel topology used
for chemical sensing to encode the signal in time. Section IV
integrates the array into the full system by providing further de-
tails on each component and Section V describes the fabricated
system and implemented platform. We then present measured
results for electrical and chemical characterisation respectively
in Sections VI and VII. Lastly, the platform is demonstrated for
on-chip DNA amplification and detection in Section VIII.

II. THE ISFET AS PART OF AN ANALOGUE FRONT-END

The ISFET is a solid-state sensor with a floating gate covered
by an insulating membrane which exposes the device to a so-
lution and an external Ag/AgCl reference electrode for biasing
[16]. Implementation of the ISFET in standard CMOS technol-
ogy is enabled through the extended-gate approach, whereby
the polysilicon is connected to a top metal sensing area through
stacked vias, as illustrated in the ISFET structure diagram of
Fig. 2(a) [15], [17]. As such, the device can be modelled using
an equivalent MOSFET and a series of capacitors on the floating
gate to reflect surface effects, with the passivation capacitance
Cpass originating from the SiO2 and Si3N4 layers due to imple-
mentation in standard CMOS technology. The value of Cpass

Fig. 2. Diagram of the ISFET fabricated in commercial CMOS technology
[15]. (a) Cross-section diagram of the ISFET structure. (b) ISFET macromodel
for characterisation as part of an analogue front-end.

essentially quantifies the coupling between the chemical signal
at the surface of the chip and the floating gate of the ISFET. Its
value can be estimated as a standard capacitance considering
the stack of the two passivation layers [15]

Cpass = (WL)chemε0
εSi3 N4 εSiO2

εSi3 N4 tSiO2 + εSiO2 tS i3 N4

(1)

where ε0 is the permittivity of vacuum, εx is the permittivity of
layer x, tx is the thickness of layer x and (WL)chem is the area
of the top metal layer connected to the gate of the transistor,
designated as the chemical sensing area. In the sensor model,
Cpass causes signal attenuation between the floating gate voltage
Vg ′′ and the surface voltage Vg ′ due to capacitive division with the
series capacitances Cox and Cd of the transistor, as highlighted
in the macromodel of Fig. 2(b) [15].

Vg ′′ =
Cpass

Cpass + (CoxCd)/(Cox + Cd)
× Vg ′ (2)

As such, the signal attenuation depends on the ratio between
sensing area and transistor area. Minimising signal attenuation
comes down to maximising the sensing area (maximising Cpass)
and minimising transistor area (minimising transistor capaci-
tances). This justifies the approach taken in this paper to increase
pixel area to achieve sufficient SNR and presents an opportunity
to embed additional digital circuitry such as memory as shown
in this work.

A change in ion concentration has the effect of shifting the
floating gate voltage Vg ′s of the device [15] by a chemical con-
tribution Vchem shown with the ISFET in Fig. 3 and expressed as

Vchem = γ − αSN log([A]) (3)

where A is the considered ion, typically H+ in standard CMOS
technology, γ includes a grouping of constant terms which are
not dependent on the ionic concentration and α reflects the
deviation from the Nernstian sensitivity SN = 59 mV.

Several non-idealities exist in ISFET sensors. In particular,
charge trapped at the floating gate or on the passivation layer can
result in offset voltage, which in turn induces mismatch between
pixels of the arrays. Also, charge slowly accumulates at the
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Fig. 3. Pixel architecture for the analogue sensing front-end with annotated
sizes for the devices and simulated transient output signals.

interface between the solution and the semiconductor and causes
drift in the threshold voltage of the device. Other deviations
include temperature or light effects, which are common for all
semiconductor devices.

III. ISFET PIXEL ARCHITECTURE

In this section, we describe the pixel architecture shown in
Fig. 4.

A. Analogue Sensing Front-End

The analogue front-end is based on Active Pixel Sensor (APS)
topologies commonly found in imagers and is shown in Fig. 3
with annotated sizes. The pixel operation consists in a reset
phase and a readout phase, during which the current through the
ISFET M0 determines the rate of discharge of node Va through
capacitor C, and hence the pulse width at the output Vo . The
topology performs in-pixel quantisation to reduce parasitics and
signal degradation associated with long paths at a system level.

The ISFET is biased in weak inversion for low power oper-
ation by tuning the reference electrode voltage Vref . The dis-
charge is defined by an exponential relationship between the
current and the gate voltage

C
dVa

dt
= −I0 exp

(
Vg ′′s

nUt

) [
1 − exp

(
−Vb − Vs

Ut

)]
(4)

where UT is the thermal voltage kT/q and Vb is the voltage
at the drain of the ISFET M0 . In this equation we use Vg ′′s as
the voltage at the gate of the equivalent MOSFET, hence at the
floating gate of the ISFET. Assuming that Vb − Vs > 4Ut , which
is valid for most of the discharge, we approximate the sensing
phase as a linear discharge in time, starting from VDD − Vth1
due to the soft reset of transistor M1 [18].

Va(t) = (VDD − Vth1) − At (5)

where the discharge rate is given by

A =
I0

C
exp

(
Vg ′′s

nUt

)
(6)

Therefore, after quantisation by the inverters, the output is a
pulse width modulated (PWM) signal with a pulse τ

τ ∝ exp
(
−Vg ′′s

nUt

)
=⇒ τ ∝ exp

(
αSN pH

nUt

)
(7)

and we obtain an exponential pH dependence of the pulse width.
We validate the pixel operation using Cadence Virtuoso in

a standard 0.35 μm CMOS process. The ISFET is simulated
using its aforementioned macromodel [15]. Fig. 5(a) illustrates
the reset and readout phases for the encoding of the gate voltage
in time. The exponential relationship is shown in Fig. 5(b).

The Vg ′′s term in (7) reflects several contributions according
to the ISFET macromodel [6]

Vg ′′s = (Vref − Vtc − Vchem) × Gchem − Vs (8)

where Gchem is the scaling factor associated with the chemi-
cal attenuation due to voltage division between the passivation
capacitance and the device capacitors Cox and Cd [15]. The
incidence of each of these terms on the circuit operation is now
detailed.

1) Vref is tuned to bias the ISFET in a given region of oper-
ation.

2) Vtc is a random offset for each pixel due to trapped charge.
3) Vchem is directly proportional to the pH, which yields the

exponential relationship of (7).
4) Vs is the only contribution which can be modulated inde-

pendently to fix Vg ′′s to a desired value.
There are several non-idealities associated with the ISFET.

To cancel the offset voltage Vtc mismatch between pixels, we
integrate a calibration scheme to set Vs inside each pixel. As a
result, the output is constant for the whole array at the begin-
ning of a measurement, without adding any circuitry to access
the floating gate and hence degrading the signal. The choice
of standard output is a trade-off between speed of operation
and required sensitivity, as detailed in [18] and we have cho-
sen a calibrated value of τ = 10 μs, highlighted in Fig. 5(b).
Section VII-H will discuss the extent of this choice in further
detail. It should be noted that due to the quantisation by the
inverters, the technique accounts for a trapped charge voltage
swing of 1 V. Any variation in the switching threshold of the
inverters will be included in the pixel calibration as pixel mis-
match, and as such the range accounts for non-idealities related
to the inverters. The same calibration scheme can also be applied
periodically to cancel drift.

Similarly, in an attempt to reduce gain mismatch between
pixels, capacitor C is implemented as a physical poly capacitor,
which improves over the use of the parasitic capacitance in
our previous work [18]. Its value was chosen as an order of
magnitude higher than the parasitics capacitance evaluated from
post layout simulations i.e., 39.173 fF.

The passivation capacitance induces chemical attenuation
which is translated as a scaling factor Gchem for the chemi-
cal dependent voltage Vchem in (8). Minimising the attenuation
requires a large Cpass i.e., a large sensing area with respect to
the electrical area of the ISFET. In the case of this topology, a
small Cpass compared to the gate-drain capacitance Cgd of the
device also leads to coupling between the drain and the gate of
the ISFET. M2 is used as a shield to reduce the coupling effect
of the discharging node Va to the floating gate Vg ′′ , providing a
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Fig. 4. Pixel topology containing both the analogue sensing front-end and the digital memory. (a) Pixel implementation with annotated ports. (b) Pixel layout
with annotated pixel size and sensing area.

Fig. 5. Simulations for the pixel operation. (a) Pixel operation including the
reset and readout phases. (b) The pulse width is an exponential function of pH.
The top right graph shows improved sensitivity for higher values of Cpass

current-dependent voltage drop

Vb = Va − nUt ln
(

I

I0

)
(9)

The transistor is designed as a wide device to minimise
the voltage drop and hence avoid limiting the readout
range. The overall effect of the passivation capacitance is il-
lustrated in the graph at the top right of Fig. 5(b), where the
higher value of Cpass induces improved sensitivity.

B. Digital Memory

The compensation algorithm requires to digitally store one
value of ISFET source voltage Vs per pixel. Since the ISFET
sensor requires a wide sensing area to minimise chemical atten-
uation, there is benefit to adding this memory inside the pixel to
improve SNR. This also allows scalable of the sensor array with
the process node. The stored digital value will be converted to
analogue to provide a source voltage Vs driving the ISFET in a
specific region of operation. Since the exponential relationship
of the front-end provides inherent high sensitivity to the chem-
ical signal, the source voltage Vs needed to control the ISFET
requires a resolution 1 mV. As a result, the voltage is quantised
as 10 bits, for a supply voltage of 3.3 V.

We implement a 10-bit in-pixel RAM designed as a stan-
dard double-ended 6T SRAM with each cell structured as two
rows, which amounts to 10 bitlines per pixel and 2 enable lines.
The transistors in the SRAM are all minimum size devices
(nMOS 0.5/0.35 μm and pMOS 1.5/0.35 μm). The in-pixel dig-
ital memory is shown in Fig. 4. The bitlines are connected on a
column level to a standard precharge and equalisation circuit as
well as a sense amplifier.

C. Fully-Integrated and Scalable Pixel

With the integration of the ISFET and the RAM, the reported
array is now both a sensing and a memory array, with a system-
level DAC interfacing analogue and digital contributions. The
resulting pixel shown in Fig. 4 is now fully scalable, which
is a requirement for today’s large-scale integrated platforms,
reaching more than a million sensors. As a result of this drive
for large arrays, in-pixel memory offers self-sufficient pixels
which do not suffer from increasing need for memory when
scaling up. Furthermore, we leverage on the increase of the
passivation capacitance Cpass with wider sensing area to provide
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Fig. 6. Pixel readout operation for the RAM access and chemical sensing.

an opportunity to embed in-pixel digital memory and hence
improve chemical coupling, boosting SNR.

The pixel operation is detailed in Fig. 6 for a standard pixel
readout. First the in-pixel RAM is addressed to read the Vs

value. Due to the separation of the RAM cells in two rows, the
five LSBs and five MSBs are respectively read sequentially. In
each case, ep triggers the precharge of all bitlines to VDD/2,
en enables the current memory row and sa activates the sense
amplifier to read the output from the latches. The 10 bits are
then sent to the DAC and the analogue voltage is applied to the
ISFET source. The analogue readout finally encodes the pH in
time, as discussed previously.

Beyond scalability, designing in-pixel circuitry as opposed
to system level blocks leads to a wider sensing area, which in-
creases Cpass and hence reduces the attenuation. This highlights
a trade-off between SNR and spatial resolution, and justifies the
use of wider pixels with more functionalities than simple ISFET
readout [10].

IV. SYSTEM IMPLEMENTATION

The pixel is integrated as part of a full system to build the
on-chip ion imaging platform, shown as a diagram in Fig. 7(a).
We now provide further description of the block-level imple-
mentation.

A. ISFET Array

The system includes a 78 × 56 pixel array. The pixels are
arranged symmetrically in clusters of four so that the sensitive
analogue parts is grouped together. At the centre of every cluster
of 9 pixels sits a temperature pixel so that the temperature profile
of the chip can be mapped accurately. The arrangement of the
array is highlighted in Fig. 7(a).

The temperature pixel is a pixel with the same topology as the
sensing pixel, however a MOSFET biased with a voltage Vtemp
replaces the ISFET. This enables a sub-array of pixels imaging
the temperature throughout the array, while being independent
of any chemical change. This amounts to 3874 chemical pixels
and 494 temperature pixels.

Several decoders are used to select pixels : (1) Row decoders
provide the EN and RST signals, (2) Column decoders address
the bitlines for read and write operation, and (3) One-hot de-
coders generate one-hot signals at both row and column levels.

At the bottom of the array, a row of sense amplifiers and a row
of precharge and equalising circuits guarantee proper operation
of the SRAM, as mentioned previously.

B. Digital Core and SPI

The array timing is handled by an on-chip synthesised FSM,
which allows to cycle through the pixels sequentially, fetch
the digital Vs value stored in RAM, acquire the output from
the time-to-digital decoder and send it through a 16-bit SPI.
The FSM also performs calibration in each pixel by sweeping
the source voltage and storing the 10-bit value in the in-pixel
memory. As detailed in [19], there are three parameters for cali-
bration : out_std is the calibrated value, tol is the tolerance
on that value and step is the step change at each iteration.
A discussion on these parameters in views of the measurement
results is provided in Section VII-H. Following calibration, the
readout is then performed by sampling the pixel output sequen-
tially with the Vs value stored in the RAM.

C. DAC and Buffer

We use a 10-bit DAC based on resistive dividers and pro-
vided as a standard cell by the Austrian Micro Systems foundry
(AMS). The DAC converts the digital Vs value stored in the
active pixel into an analogue source voltage for the same pixel.
Its output operates between 0 V and 1.2 V.

D. Time-to-Digital Converter

The digitisation of the pulse width is achieved through a ring
oscillator-based time-to-digital converter (TDC) and a counter,
which provide an asynchronous, accurate and high resolution
conversion for the pixel output to be integrated as part of our
calibration scheme [19]. The circuit implementation is shown
in Fig. 8.

The circuit is inherently fast and requires size adaptation of
the gates to match the noise resolution of the pixel and avoid sat-
urating the counter. Each AND gate is implemented as a NAND
gate (nMOS : 3 μm × 1 μm/pMOS : 4.5 μm × 1 μm) and an
inverter (nMOS : 1.5 μm × 1 μm/pMOS : 4.5 μm × 1 μm). The
sizes are made larger than minimum requirements to decrease
oscillation frequency and hence resolution. The additional in-
verter is of smaller size (nMOS : 1.5 μm × 0.35 μm/pMOS :
0.5 μm × 0.35 μm).

The multiplexer allows to select the resolution of decoding
externally through frequency modulation. This enables to tune
the resolution depending on the requirements given by the ap-
plication.

V. FABRICATED SYSTEM

We now describe the platform which has been used to take
the measurements presented in the next sections.

A. CMOS Prototype

The 4 × 4 mm chip was fabricated in AMS 0.35 μm and the
microphotograph is shown in Fig. 7(b). The array occupies most
of the chip area, with the peripheral circuits at the bottom. The
pads are placed on one side of the chip to facilitate wire bonding
and encapsulating, with the analogue and digital pads separated
respectively on the left and right.
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Fig. 7. System architecture with the 78 × 56 ISFET array. (a) System implementation. (b) Layout of the chip.

Fig. 8. Asynchronous time-to-digital converter.

Fig. 9. PCB platform for monitoring of chemical reactions. The chip and
the Peltier module are mounted on a disposable cartridge plugged into the
motherboard, which handles power and data transmission.

B. Cartridge

The die is glued on the ground plane of a 65 × 50 cm PCB
cartridge with headers on each side for analogue and digital con-
nections, shown in Fig. 9. After wire bonding, bio-compatible

epoxy is used to cover the wire bonds of the chip. An acrylic
manifold is then screwed on the chip, exposing as many pixels
of the array as possible. This forms a reaction chamber for the
monitoring of static chemical reactions.

A Peltier module is attached to a metal plane at the bottom
of the cartridge. Vias provide a metal path between the bottom
plane and the top ground plane to maximise heat conduction
between the Peltier and the chip.

C. Experimental Platform With Temperature Control

The cartridge is then plugged onto the motherboard depicted
in Fig. 9. The power can be provided from a 5 V mini USB or
from two 3 V coin cell batteries. The analogue bias voltages
for the temperature pixels, the RAM and the DAC are generated
using resistive dividers and buffers. The microcontroller (MCU)
provides a clock for the chip at 1.5 MHz. Additionally, it ac-
cesses the SPI at 10 MHz to acquire the output data from the
array and send it to MatLab using UART.

A controller is implemented on the MCU to acquire the data
from the temperature pixels and apply a voltage to the Peltier
module to perform temperature regulation of the system.

VI. ELECTRICAL CHARACTERISATION

We start by characterising the dry performance of the system.

A. Time-to-Digital Converter

We first characterise the TDC in terms of resolution and ac-
curacy. For this purpose, the microcontroller provides a pulse
width of 20 μs to the time-to-digital converter and reads the
output. The period of the internal oscillator, and hence the ADC
resolution, was measured throughout 8 dies and the results are
shown in Fig 10 for the 32 values of the multiplexer. The resolu-
tion ranges from 12.8 ns to 33.1 ns, allowing to tune between fine
and coarse readout, and shows an average standard deviation of
0.8% across dies around the mean value.
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Fig. 10. Tunable resolution of the TDC across 8 dies.

Fig. 11. Calibration curves of temperature pixels in dry conditions with gate
voltage Vg = 800 mV.

For the upcoming measurements, we will consider the
finest resolution (MUX = 0) and discuss the trade-off in
Section VII-H, as there is a relation between maximum pulse
width, number of bits in the counter and the resolution of the
TDC.

B. Temperature Pixels

The temperature pixels spread across the array are now char-
acterised electrically as a sub-array. The output of each tempera-
ture pixel is monitored for a fixed gate voltage Vtemp = 800 mV
and a variable source voltage Vs which represents the DAC range
(from 0 V to 1.2 V).

The resulting calibration curves of Fig. 11 shows the expected
exponential relationship and highlights the narrow readout range
of around 150 mV. To avoid slowing down the system signif-
icantly, the FSM limits the pulse width to 20 clock cycles or
13.33 μs, which can be tuned accordingly. The graph highlights
the variation between pixels. Denoting Vsτ as the calibrated Vs

value to reach an output of 10 μs, we characterise its statistical
variation with a mean of 396.8 mV and variance of 12.6 mV.
This mismatch is addressed by the initial calibration and there-
fore does not impact the system operation.

In order to characterise the temperature response of the sen-
sors, we place the chips in a Veriti Thermal Cycler from Applied
Biosystems and sweep the temperature from 30 ◦C to 80 ◦C. A
thermocouple sensor is placed inside the liquid to measure ac-
curately the temperature of the solution. The average output of
the temperature array is shown in Fig. 12. The thermal transfer
function can be approximated as

τ = A exp(−BT ) where A = 76.35 and B = 0.06 (10)

This relationship will find useful when regulating the tempera-
ture across the array for several applications.

Fig. 12. Exponential variation of the temperature array output with
temperature.

Fig. 13. Calibration curves for a chemical pixel on a linear (main) and loga-
rithmic (top left) scale.

VII. CHEMICAL CHARACTERISATION

Having previously considered the dry parts of the system, we
now expose the chip surface to a solution of pH 7 and observe
the wet characteristics. In particular, we study the effect of all
non-idealities such as trapped charge and drift, and demonstrate
the compensation mechanisms of the platform.

A. Pixel Calibration Curve

We isolate pixels of the array and show the calibration curve
in Fig. 13, where once again the exponential dependence is
highlighted. The pixel is also simulated with Cadence Virtuoso
as a MOSFET with a floating gate voltage of 1.244 V, which
matches its value at 10 μs. For direct comparison, the measured
and simulated results are shown on the top left corner of the
figure on a logarithmic scale. This highlights a good fit for the
range of readout and a limit of detection which is the resolution
of the TDC. Once again, the maximum value for the pulse width
is limited by the FSM to guarantee fast operation of the system.

B. Attenuation

The reference electrode voltage Vref is now swept while mon-
itoring the reaction of the sensor. To ensure maximal range dur-
ing the experiment, we continuously calibrate the system and
define the attenuation as the variation in source voltage Vs to
maintain an output of 10 μs as a result of step changes of 1 V in
Vref , while taking into consideration the source-drain follower
attenuation between gate and source voltages. The initial value
of Vref does not matter due to the linear relationship between
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Fig. 14. Chemical scaling factor Gchem due to attenuation throughout the
sensing array.

Fig. 15. Mapping of the calibrated source voltage Vsτ for the 78 × 56 pixels
with the temperature sub-array biased at Vtemp = 800 mV.

gate and source voltages, as long as the output stays within range
of readout.

The result throughout the array is shown in Fig. 14. The
average gain is Gchem = 0.72 with a standard deviation of 0.027,
which is shown to be spatially dependent. This demonstrates
that the passivation layer of the commercial AMS technology
is not perfectly uniform throughout the whole array, leading to
minor discrepancies in SNR throughout the array. This can be
compensated for during actual measurements by first deriving
automatically the attenuation for all the pixels of the array with
a simple Vref sweep.

C. Trapped Charge Mapping

Trapped charge has been identified as a challenge for floating
gate sensors, particularly since the spread is essential for the
proper operation of the calibration scheme presented in this
work.

We now characterise the trapped charge by mapping the cal-
ibrated source voltage Vsτ in the array when sweeping Vref .
The array images of Fig. 15 show that for Vref = −6 V, all the

Fig. 16. Histogram of the trapped charge voltage Vtc of all the pixels in the
array.

Fig. 17. Histogram of the array output for the ‘on’ pixels before and after
calibration.

ISFETs have a small gate-source voltage Vg ′′s and increasing
Vs will not set the pixel in range. Hence Vsτ = 0V. As Vref
is increased, some pixels gradually reach a slower discharge
as the calibration yields non-zero Vsτ until Vg ′′s becomes too
large and the opposite effect occurs. The last frame also de-
picts the location of the temperature pixels, which are biased
at Vtemp = 0.8 V and hence independent of Vref . Furthermore,
pixels at the edge of the array are covered with epoxy for proper
encapsulation of the device, inducing a reduction in array ef-
ficiency. It can be observed that there is a similar spatial de-
pendence to the attenuation profile of the array, suggesting that
trapped charge is similarly affected by the non-uniformity of the
fabrication process. This justifies the use for a calibration to set
the bias of all the sensing devices.

We are now able to quantify the spread of trapped charge by
referring the previous results back to the floating gate, using the
average value of attenuation obtained previously. Fig. 16 shows
the histogram illustrating the spread centered around −6.07 V.
Considering that we can compensate for a range of 1 V at the
floating gate, we are able to read from pixels with a trapped
charge with a spread of 1V/Gchem = 1.5 V. Assuming that
about 400 pixels are covered by epoxy due to chip encapsulation,
the calibration scheme is able to read 95 % of the sensing array
i.e., roughly 3350 pixels.

D. Array Calibration

The calibration scheme described in [19] is applied success-
fully to the array to store the compensated source voltage values
Vsτ inside each pixel. The calibration is performed when the
sensors are exposed to a solution of pH 7 and at Vref = −1.49 V.
As discussed in the previous section, the calibration applies to
all pixels in the range of trapped charge and not covered with
epoxy. The output of the remaining pixels is shown in Fig. 17.
As can be seen, most pixels exhibit a high Vgs at the start due to
trapped charge, and the compensation sets the proper operating
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Fig. 18. Output drift for all pixels of the array with Vref = −1.5 V and
Vs = 0 V. Top right : average drift curve.

Fig. 19. Average array output when the chip is exposed to a solution of pH 4
to 10.5 with drift removal.

range of the ISFET with a mean of 9 μs with a standard devi-
ation of 370 ns. When referred back to the source voltage Vs ,
which is a linear scale, sums up to a 0.3% spread.

E. Chemical Drift

To characterise the impact of sensor drift, we consider a new
die which is exposed to pH 7 for the first time and monitor
the array output for 3 hours. Once again, for increased range,
we operate the readout through the source voltage Vsτ . For this
experiment, we set Vref = −1.5 V and yield the temporal output
variation of Fig. 18. The gate voltage of the ISFETs is shown to
drift on average by −49.2 mV/min during the first hour of the
experiment, before settling.

F. pH Sensitivity

In order to test the pH sensitivity of the array, we replace
the manifold with a flow cell clamped on top of the chip. A
peristaltic pump is connected to the inlet for constant flow of
solution. We use various buffer solutions with pH ranging from
4 to 10.5 for full characterisation of the chip chemical response.
The buffers are prepared using 3M KCl (Sigma Aldrich 60137),
1M Tricine (Sigma Aldrich T0377) and DI water. They are then
brought to the suitable pH by adding 1M HCl (Sigma Aldrich
318949) or 1M NaOH (Sigma Aldrich 71463).

The results are shown in Fig. 19. The measurement was per-
formed after the drift characterisation of Section VII-E. Con-
sidering the sampled drift rate of 0.01 mV/s by the end of the
experiment, we post-process the data to remove the effect of

Fig. 20. Output variation of the array for a change of pH from 7 to 6 and 5
with corresponding histogram. (a) pH 7. (b) pH 6. (c) pH 5. (d) pH 7. (e) pH 6.
(f) pH 5.

Fig. 21. Input-referred noise for a temperature and a chemical pixel in the
array, demonstrating the noise originating from the sensing surface.

drift for an accurate characterisation of the pH response of the
sensor.

The average intrinsic pH sensitivity of the ISFETs is
11.91 mV/pH with a standard deviation of 1.57 mV/pH, due
to spatial non-uniformity. This translates to a sensitivity of
3.31 μs/pH at the calibrated value of 10 μs, given by the in-
herent exponential dependence of the sensing front-end.

Fig. 20 shows the array when the pH is varying from pH 7
to 5. Baseline frame calibration was performed at pH 7 for im-
proved accuracy of the readout. The experiment shows a uniform
change in pH in the flow cell, with the standard deviation related
to the spatial distribution mentioned previously. We demonstrate
that the array output indeed reflects the pH variation inside the
flow cell.

G. Pixel Noise and pH Resolution

In this experiment, we select pixels of the array exposed to
the solution of pH 7, one temperature pixel and one chemical
sensor. The pixels are calibrated and sampled continuously for
40 minutes. The input-referred noise for each pixel is shown
in Fig. 21, demonstrating the larger contribution of chemical
noise compared to electrical noise, originating from the dangling
bonds at the surface due to the impurity of the passivation layer.
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TABLE I
TRADE-OFF FOR THE STANDARD OUTPUT DURING CALIBRATION

out_std Sensitivity Resolution TDC Calib time Frame rate
[μs] [μs/pH] [ns] MUX [s] [fps]

1 0.33 6.3 0 50 0.75
5 1.66 31.5 21 100 0.53
10 3.31 62.9 31 120 0.23
20 6.63 126 31 150 0.17
100 33.28 632.3 31 200 0.1

Flicker noise exhibits a difference of one order of magnitude,
which validates the result previously obtained by Liu et al. [20].
The thermal noise, which has never been characterised before,
is shown to have less significant discrepancies between ISFET
and MOSFET which in turns increases significantly the corner
frequency of the chemical pixel to 1 Hz compared to 10 mHz for
the temperature pixel. This reduces the benefit of array averaging
on the SNR.

Since a pH reaction generally occurs in the order of magnitude
of 100 s, we integrate the measured noise from 10 mHz to 8 Hz
and yield a value of 0.06 mV and 0.23 mV for the temperature
and chemical pixels respectively. Considering the pH sensitivity,
this amounts to a resolution of 0.019 pH for the sensors. It
should be noted that the chemical resolution could be improved
by averaging, at the expense of spatial resolution or frame rate.

H. Discussion : Trade-Off for the Calibrated Value

We now discuss the value of calibrated output, which is the
main parameter for the system operation. Due to the exponen-
tial dependence, it is clear for instance that the pH sensitivity
between pH 8 and 9 is significantly higher than between pH 5
and 6, hence the calibration can be set to maximise sensitivity
for the range of interest. However, increasing readout sensitiv-
ity comes at the cost of lower speed of operation due to the
time encoding and higher power consumption due to the slower
discharge. Similarly, the choice of calibrated value justifies the
tunable resolution for the TDC. At the standard output of 10 μs,
the minimum resolution of TDC is still higher than the noise
resolution, but at higher values of calibrated outputs, the oscil-
lator can be slowed down to compensate for the increase in the
pixel power consumption.

Table I shows the results for several calibrated value
out_std in terms of pH sensitivity, calibration time and frame
rate. The time resolution to match the sensor noise floor of
0.23 mV is also included, highlighting that the TDC can be
tuned to operate at a higher resolution between standard values
of 1 μs and 10 μs.

This illustrates the flexibility of the array to different applica-
tions, with the user able to tune operation depending on required
sensitivity and frame rate.

VIII. ON-CHIP DNA AMPLIFICATION AND DETECTION

In this section, we present the platform as a PoC device by
demonstrating its capabilities towards simultaneous amplifica-
tion and detection of specific DNA sequences on-chip.

Fig. 22. Results for the DNA amplification in the benchmark instrument
and on-chip. (a) Positive and negative pH LAMP reactions performed in a
LightCycler 96 System. (b) Positive and negative pH LAMP reactions performed
on-chip, filtered to smooth the small temperature variations. (c) Temperature
profile during DNA amplification. (d) DNA yield and pH variation measured
for in tube reactions pre- and post-LAMP.

For this specific example, pH LAMP is used to amplify
lambda phage DNA while generating a pH variation which is
measured by the chip. LAMP primers specifics for phage lambda
were developed as described in [21]. 12 μL of the amplification
solution was loaded into a microfluidic chamber on top of the
chip and the Peltier module was mounted on the bottom of the
cartridge. The following on-chip operations were carried out
immediately after:

1) The temperature array is calibrated at ambient temperature
and the Vsτ values are stored as the temperature footprint
of the chip.

2) The chemical array is calibrated with the optimal reference
electrode voltage Vref to maximise the number of active
pixels.

3) The temperature is elevated at 63 ◦C using the Peltier
module as heater, the temperature array as sensors and the
MCU as the controller.

4) The array output is continuously sampled and at each
frame, the controller adjusts the Peltier input to maintain
constant temperature.

Positive (with 108 genomic copies/μL of lambda phage
DNA) and negative (without DNA) amplification solutions are
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TABLE II
PERFORMANCE OF THE SYSTEM

Technology AMS 0.35 μm
Pixel size 37 μm × 31 μm
Chip size 4 mm × 2 mm
Number of chemical pixels 3874
Number of temperature pixels 494
Maximum drift rate 6.5 mV/min
Offset compensation range 1 V
Pixels in range 95%
Calibration μ = 9 μs, σ = 370 ns
pH sensitivity 11.91 mV/3.31μs for 1 pH @ 10 μs
Measured input referred noise 0.23 mV
Resolution of ADC 12.8 ns
pH resolution 0.019 pH
Power consumption 7.5 mW @ 3.3 V

TABLE III
COMPARISON OF ISFET SENSING ARRAYS

Ref. [22] [23] [24] [9] This work

Technology 0.18 μm 0.35 μm 0.35 μm 0.35 μm 0.35 μm
Pixel Size 20 μm 150 μm 10.2 μm 50 μm 37 μm

× 2 μm × 150 μm × 10.2 μm × 50 μm × 31 μm
Array Size 8 × 8 8 × 8 64 × 64 32 × 32 78 × 56
Trapped charge No PG- No Gate Source
compensation ISFET switch voltage
Temperature No No No No Yes
monitoring
SNR @ pH 7 – 5.01 dB – 23.65 dB 34.16 dB

also loaded into 0.2 mL PCR tubes and heated at 63 ◦C for
20 minutes on a conventional real-time PCR instrument (Light-
Cycler 96 System, Roche Diagnostics) for validation purposes
and direct comparison with on-chip reactions. A fluorescent
DNA-detecting intercalation dye (SYBR Green) was added to
the tubes for the detection of dsDNA products during pH LAMP.

The results obtained from the benchmark instruments and
the chips are shown respectively in Fig. 22(a) and (b), where
the chip reading is shown from the source voltage to linearise the
response. The experiments were repeated three times and these
results were validated. The temperature profile of the chip is also
depicted in Fig. 22(c) to demonstrate that the controller main-
tains the temperature around 63 ◦C during the reaction. A slight
variation around 63 ◦C justifies the choice of LAMP as a DNA
amplification method, demonstrating that the reaction does not
require temperature cycles like with PCR, but also that it offers
tolerance around the absolute temperature. We can observe that
the DNA amplification adopts the same profile in both situations,
leading to a time-to-positive of 400 seconds, which suggests that
DNA can be reliably amplified on-chip and DNA quantification
based on amplification kinetics is possible. Fig. 22(d) shows the
variation in DNA yield and pH pre- and post-amplification in
the tube, averaged over three reactions. These results demon-
strate a change of 0.9 pH with pH LAMP, while the chip
output varies by 30 mV during the reaction which amounts
2.22 pH. It is expected that the increased drift with higher
temperature and change in pH added up to the contribution of
the pH change and boosted the sensitivity of the sensor. Over-
all, the platform demonstrated proper DNA detection through
pH LAMP.

IX. CONCLUSION AND FUTURE WORK

We have reported the design of a self-calibrating Lab-on-
Chip platform in 0.35 μm CMOS technology which integrates
an analogue sensing ISFET and a digital memory array. The
pixel achieves in-pixel quantisation which improves robustness
and encodes the pH in time with a high exponential sensitiv-
ity. The digital approach in the pixel design enables scalability
of the system to sub-micron technology. The topology cali-
brates the sensor in-pixel to cancel offset and drift, which are
common issues known to the sensor. Temperature pixels are
spread throughout the array to monitor the temperature during
the reaction. The 78 × 56 array has been integrated as part
of a full system which includes a time-to-digital converter, an
embarked FSM and an SPI for interface to an external microcon-
troller. Lastly, the system was demonstrated for on-chip DNA
detection.

The system performance is summarised in Table II. The
average sensitivity of 3.2 μs/pH along with a high resolution
TDC. The calibration achieves 95% pixel efficiency with
4% standard deviation which can be corrected with baseline
frame calibration. Overall, the system is capable of pH and
temperature monitoring for various on-chip reactions.

The platform is compared with previous work in Table III,
building upon the work carried out in [9]. We show that the
platform is the first large array with automatic calibration of
trapped charge and temperature monitoring to exhibit a high
and tunable exponential pH sensitivity. We also consider the
ratio of sensitivity and resolution as a metric for comparison of
sensing array topologies, and show that our system achieves the
highest SNR reported so far.

The results presented in this paper drive the push towards fu-
ture use as a Lab-on-Chip platform. More importantly, it paves
the way to opening CMOS technology to Point-of-Care diag-
nostics of infectious diseases, which can now be integrated as
part of portable and robust devices. As such, this platform can
now be investigated towards a wide range of new applications
in the fields of real-time monitoring and diagnostics.
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